Possibility for error in FDA diffusion assays.
Computational procedures specified for the FDA single-dose diffusion assay for antibiotics may cause substantial error in estimated sample potency. An unrecognized mistake in reference solution concentration is the source of error. It is caused by correcting responses from standard and sample plates differently. The error can be avoided by correcting both standard and sample responses to the observed reference response.